[Evaluation of the kinetics of the left ventricular wall using the Cardio 200 computer].
The WALLMO program was used in comparing normal kinetic values of left ventricle wall with those obtained from control patients and literature sources. Authors concluded that, when based on the original data for RAO projection, the evaluation of regional LV wall contractility gives erroneous results in estimating whether a given section is normo- hypo- or hyperkinetic. Therefore, the set of normal kinetic values of LV motion has been formed for individual numbers of radials. This set may be used also at other working sites.